Biosensors are becoming increasingly important and implemented in various fields such as pathogen detection, molecular diagnosis, environmental monitoring, and food safety control. In this context, we used β-lactamases as efficient reporter enzymes in several protein-protein interaction studies. Furthermore, their ability to accept insertions of peptides or structured proteins/domains strongly encourages the use of these enzymes to generate chimeric proteins. In a recent study, we inserted a single-domain antibody fragment into the Bacillus licheniformis BlaP β-lactamase. These small domains, also called nanobodies, are defined as the antigen-binding domains of single chain antibodies from camelids. Like common double chain antibodies, they show high affinities and specificities for their targets. The resulting chimeric protein exhibited a high affinity against its target while retaining the β-lactamase activity. This suggests that the nanobody and β-lactamase moieties remain functional. In the present work, we report a detailed protocol that combines our hybrid β-lactamase system to the biosensor technology. The specific binding of the nanobody to its target can be detected thanks to a conductimetric measurement of the protons released by the catalytic activity of the enzyme.
Introduction
Biosensors are analytical devices that combine a bio-molecular interaction with physical or chemical signaling devices referred to as transducers 1 . The recorded signals can then be interpreted and converted to monitor the interactions between the immobilized and free partners. Most of the biosensors involve the use of an antibody to detect analytes such as hormones or different pathogen markers 2 . Different sensor formats can be used and include mass-based, magnetic, optical or electrochemical biosensors. The latter are among the most commonly used sensors, and function by converting a binding event into an electrical signal. The performances and sensitivities of all antibody-based biosensors are strongly dependent on essentially two parameters: i) the quality of the antibody and ii) the properties of the system used to generate the signal 2 .
Antibodies are high-molecular mass dimeric proteins (150-160 kDa) that are composed of two heavy chains and two light chains. The interaction between the light and heavy chains is mostly stabilized by hydrophobic interactions as well as a conserved disulfide bond. Each chain includes a variable domain that interacts with the antigen essentially via three hypervariable regions named Complementary Determining Regions (CDR1-2-3). Despite numerous advances in the field, the large-scale expression of full-length antibodies with low-cost expression systems (e.g., E. coli) often leads to the production of unstable and aggregated proteins. This is why various antibody fragments have been engineered such as single-chain variable fragments 3 (ScFvs ≈ 25 kDa). They consist of the variable domains of respectively one heavy and one light chains that are covalently linked by a synthetic amino acid sequence. However, these fragments often display a poor stability and have the tendency to aggregate, since they expose a large portion of their hydrophobic regions to the solvent . As mentioned-above, an important parameter in biosensor assays is the efficiency of the system used to generate the electric signal. For this reason, enzyme-based electrochemical biosensors have attracted ever-increasing attention and have been used widely for various applications such as health care, food safety, and environmental monitoring. These biosensors rely on the catalytic hydrolysis of a substrate by an enzyme to generate the electrical signal. In this context, β-lactamases were shown to be more specific, more sensitive and easier to implement experimentally than many other enzymes such as alkaline phosphatase or horseradish peroxidase 10 . β-lactamases are enzymes that are responsible for bacterial resistance to β-lactam antibiotics by hydrolyzing them. They are monomeric, very stable, efficient, and of small size. Moreover, domain/peptide insertions into β-lactamases generate bi-functional chimeric proteins that were shown to be efficient tools to study protein-ligand interactions. Indeed, recent studies have shown that insertion of antibody variable fragments into the TEM1 β-lactamase results in a chimeric protein that remains able to bind with high affinity to its target antigen. Interestingly, the antigen binding was shown to induce allosteric regulation of TEM1 catalytic activity 11, 12 . Furthermore, we showed in several studies that protein domain insertion into a permissive loop of the Bacillus licheniformis BlaP β-lactamase generates functional chimeric proteins that are well suited to monitor protein-ligand interactions 13, 14 . We recently inserted a nanobody, named cAb-Lys3, into this permissive insertion site of BlaP 15 . This nanobody was shown to bind to hen-egg-white lysozyme (HEWL) and to inhibit its enzymatic activity 16 . We showed that the generated hybrid protein, named BlaP-cAb-Lys3, retained a high specificity / affinity against HEWL while the β-lactamase activity remained unchanged. Then we successfully combined the hybrid β-lactamase technology to an electrochemical biosensor and showed that the amount of generated electric signal was dependent of the interaction between BlaP-cAb-Lys3 and HEWL immobilized on an electrode. Indeed, hydrolysis of β-lactam antibiotics by BlaP induces a proton release that can be converted into a quantitative electric signal. This combination of the hybrid β-lactamase technology with an electrochemical biosensor is fast, sensitive, quantitative, and allows real-time measurement of the generated signal. This methodology is described herein.
Protocol

Protein Sample Preparation
1. Produce and purify the hybrid protein BlaP-cAb-Lys3 as reported in our previous study 15 . Store the protein in 50 mM phosphate buffer pH 7. 
Biosensor Assays
1. Solution and buffer preparation 1. Prepare 50 mM PBS by dissolving 8 g of NaCl, 0.2 g of KCl, 1.44 g of Na 2 HPO 4 , and 0.24 g of KH 2 PO 4 in 800 mL of distilled water. Adjust to pH 7.4 with 1 N HCl or 1 N NaOH before adjusting the volume of the solution to 1 L. Filter sterilize and store at 4 °C. 2. Prepare a saturation/blocking solution by dissolving 3 g of casein hydrolysate in 100 mL of PBS prepared as described above (see step 2.1.1). Filter sterilize and store at 4 °C. 3. Prepare a binding solution by dissolving 1 g of casein hydrolysate in 100 mL of PBS prepared as described above (see step 2.1.1).
Filter sterilize and store at 4 °C. 4. Prepare a washing solution (0.1% Tween -PBS) by adding 100 μL of Tween 20 (100%) in 100 mL of PBS prepared as described above (see step 2.1.1). Store at 4 °C. 5. Prepare an electrode preparation solution (1% Triton X-100 -PBS) by adding 1 mL of Triton X-100 (100%) in 100 mL of PBS prepared as described above (see step 2.1.1). Store at 4 °C. 6. Prepare an electrode regeneration solution (3.5 M KCl) by dissolving 26 g of KCl in distilled water to a final volume 100 mL. Filter sterilized and store at 4 °C. 7. Prepare a 5 mM NaCl solution by dissolving 0.29 g of NaCl in distilled water to a final volume of 1 L. Filter sterilize and store at 4 °C.
Then, prepare a detection solution (4 mM benzylpenicillin) by dissolving 26.7 mg of benzylpenicillin in 20 mL of 5 mM NaCl solution.
Filter sterilize and store at -20 °C.
Sensor preparation and regeneration
Note: The polyaniline coated sensor chips were developed and kindly provided by Dr. P. Bogaerts, Dr. S. Yunus and Prof. Y. Glupczynski's (Catholic University of Louvain-la-Neuve -CHU Mont-Godinne). The description of the sensor as well as the polyaniline electropolymerization protocols used to synthesize these sensors are detailed in their previous work 17 . Briefly, this system uses re-usable sensors of eight individual chips that were manufactured by classical printed circuit board (PCB) techniques. Individual chips are composed of three electrode round spots. The top one is the working electrode on which polyaniline was electro-synthesized. The middle one is the reference electrode and the bottom electrode constitutes the counter electrode. Both, the reference and the counter electrodes are functionalized using solid Ag/AgCl amalgam on top of the carbon layer.
1. Perform 3 washes of the electrodes by dipping the tips into wells of a 96-well plate containing 300 µL/well of electrode preparation solution (1% Triton X-100 -PBS, see step 2.1.5.). Perform each wash for 2 min with gentle mixing at room temperature. 2. Rinse the electrodes by dipping the tips into wells of a 96-well plate containing 300 µL/well of distilled water for 2 min with gentle mixing at room temperature. 3. Regenerate the electrodes by dipping the tips into wells of a 96-well plate containing 300 µL/well of regeneration solution (3.5 M KCl, see step 2.1.6) overnight at 4 °C or 1 h at room temperature. 
Representative Results
Design and engineering of the chimeric protein BlaP-cAb-Lys3 Figure 1 represents the insertion of cAb-Lys3 into a permissive loop of the BalP class A β-lactamase from Bacillus licheniformis. The insertion was performed between residues Asp198 and Lys199. A thrombin cleavage site was introduced on each side of cAb-Lys3. Cells transformed with a constitutive expression plasmid encoding the BlaP-cAb-Lys3 chimeric protein were able to grow in the presence of a small concentration of ampicillin. This result indicates that the hybrid β-lactamase is soluble, correctly folded and can be successfully excreted into the periplasmic space of the bacteria where it can efficiently provide resistance against ampicillin. We further analyzed the bifunctionality of our chimeric protein.
As reported in our previous studies, our data showed that the β-lactamase as well as the cAb-Lys3 moieties of the chimeric protein retained their biological activities 15 .
Conductimetric biosensor assay
The sensor chips used for this assay is shown in Figure 2 . The sensors used for these experiments contain 8 chips. Each chip includes three electrodes: one working electrode, one counter-electrode, and one reference electrode. These 8 chips are organized as 4 pairs in the sensor. For each pair, one of the chips labeled "-" corresponds to a negative control, whereas the chip labeled "+" corresponds to the tested sample. Figure 3 represents the schematic description of the experimental setup used in this work that combines the hybrid β-lactamase technology to a potentiometric biosensor. In this setup, two electrodes are used: i) a reference electrode and ii) a polyaniline (PANI) coated electrode. HEWL is adsorbed on the PANI coated electrode as reported in other studies 18, 19 . After adequate washes, BlaP-cAb-Lys3 (for "+" labeled chips) or BlaP without inserted nanobody (for "-" labeled chips) are applied on the electrodes. Following the addition of β-lactam (benzylpenicillin) on the electrodes, changes in electrode conductance are measured. Indeed, β-lactam hydrolysis by β-lactamases generates a release of protons; which was shown to create significant changes in electrode conductance with a very short response time. The biosensor assays presented in Figure 4 indicate that the binding of BlaP-cAb-lys3 to HEWL immobilized on the PANI electrode can be detected and monitored by measuring the proton release resulting from the immobilized β-lactamase activity. In contrast, no conductance difference was detected when the experiment was performed with BlaP without any inserted nanobody. 
Discussion
In this work we present a method to functionalize a nanobody using the BlaP β-lactamase as a carrier protein and we show that we can successfully implement the resulting hybrid protein in a potentiometric sensor assay. The main innovation aspect of our work compared to other biosensor assays is the covalent coupling of the antibody part to the enzymatic activity that generates the electrical signal. This so-called protein insertion technology presents advantages and limitations that will be the main focus of this section.
Advantages of the hybrid β-lactamase technology.
β-lactamases are efficient enzymes
One of the most important parameters that influence the sensitivity and signal-to-noise ratio of a biosensor is the enzymatic activity used to generate the signal. In this context, β-lactamases present several advantages: they are small (≈29 kDa), monomeric, very stable, and more importantly, exhibit high specific activity and high turnover compared to other enzymes used in potentiometric sensor assays such as glucose oxidase, urease, lipase, peroxydase or alkaline phosphatase 20 . For all these reasons, β-lactamases are enzymes of choice for various biosensor assays.
Direct Insertion into the β-lactamase can improve the production yield and stability of the inserted protein/domain.
One of the limiting aspects of many immunosensor assays is the quality (e.g. stability, purity) of the antibody used to detect the analyte 2 . Currently, low cost production systems of antibodies or antibody fragments (e.g. E. coli) remain challenging and often lead to aggregated proteins with poor solubility and stability 21 . Our hybrid β-lactamase technology seems to be a good approach to overcome these difficulties since we previously showed that this strategy improves the expression yield and the stability of the inserted protein domains 14 . In particular, in the present study, using our hybrid β-lactamase system, the chimeric protein named BlaP-cAb-Lys3 was successfully expressed in E. coli with a very good yield (≈10 mg of pure protein per liter of culture) and purified to homogeneity.
Covalent coupling between the antibody and enzymatic moieties makes cheaper and faster sensor assays
In conventional immunosensors, the detection of the analyte requires the utilization of primary antibodies that are immobilized on the sensor chip. Subsequently, a secondary antibody that is coupled to an enzyme or a labeled probe is also required to generate a measurable signal. This approach involves several incubations and washing steps and therefore can be time consuming. In addition, this protocol is expensive since several antibodies are required and covalent coupling between the secondary antibody and an enzyme/probe is also necessary. In contrast, our system only uses a hybrid protein to detect and quantify the analyte, and therefore allows real-time monitoring without the use of secondary antibodies.
Furthermore, it is important to note that domain insertion into class A β-lactamases was shown to generate hybrid proteins exhibiting allosteric switch-like behavior 22, 23 . Such switches could find numerous applications in biosensor-based assays.
Limitations of the hybrid β-lactamase technology.
Limitations induced by protein engineering.
In this system, the main difficulty is to design and obtain a hybrid protein by inserting the antibody moiety into the β-lactamase. This resulting chimeric protein must be bifunctional: the enzymatic moiety must remain able to efficiently hydrolyse β-lactam antibiotics to generate the electrical signal, whereas the antibody moiety must bind to the targeted analyte with high affinity and specificity. To obtain bifunctional chimeric proteins, various parameters need to be considered in order to avoid steric constraints. The first critical point is the position of the insertion site. Although it has been shown that multiple insertion points are possible 24, 25, 26 , insertion positions are often located in solvent exposed loops far away from the active site of the carrier protein. This minimizes potential conformational changes or steric hindrance induced by the inserted protein. For the same reasons, it is also recommended that the active site of the inserted protein be located far away from the insertion site in order to prevent alterations of its activity. Finally, insertion of proteins that present flexible or neighbouring N-and C-terminal extremities will be better tolerated. Indeed, distant and rigid extremities can impose steric constraints on both partners of the chimeric protein, and thus alter their respective biological activities. Therefore, it is important to mention that the size of the inserted protein has only little impact on the resulting chimeric protein. Indeed, it has been shown that large structured domains can be successfully inserted into β-lactamases, as long as their Nand C-terminal extremities are flexible or close to each other 13, 14, 2, 3, 4, 5, 6, 7, 8, 9, 10, 11, 12, 13, 14, 15, 16, 17, 18, 19, 20, 21, 22, 23, 24, 25, 26, 27, 28, 29 . In the present study, the insertion site in BlaP is located far away from its active site and the inserted nanobody has relatively long and flexible extremities (not visible in the X-ray structure) that are located far away from the paratope. These specific features ensure that minimal steric constraints are imposed on the biologically active surfaces of both partners of the hybrid protein. However, when the inserted protein does not present the recommended criteria for optimum insertion into a carrier protein, it is possible to engineer linker regions in order to lower potential steric constraints. Indeed, the presence of a flexible linker (e.g. Gly-Ser repetitions) to connect the carrier and the inserted protein was shown to dramatically increase the tolerance towards the insertion of large and structured proteins into a carrier one 30, 12 .
Limitations inherent to electrochemical biosensors.
Although the development of electrochemical/potentiometric biosensors has become an ever-growing field, these assays have important limitations that need to be considered when designing the biosensor experiment. First, all biosensors that involve H + release or uptake require the use of very weakly buffered solutions (i.e. <5 mM) 31 in order to measure significant potential differences. The pH variation induced upon H + release can impact the protein properties and the enzymatic activity used to generate the signal. Secondly, pH and ionic strength in biofluids can vary significantly and consequently result in important variations in the response and increase the background noise of the biosensors 32 . This is why, various research groups have tried to develop nanotechnologies to decrease the sizes of electrochemical sensor elements in order to increase the signal-to-noise ratio for the processes that occur at the interface of the device 33, 34, 35 . As a consequence, it is also possible to develop antibody molecules labeled with several molecules of the same enzyme to increase the signal resulting from the binding of one molecule to its target 32 . However, despite these limitations, conductometric/biosensors remain highly efficient and sensitive devices with estimated limits of detection (LODs) in the range of 10 -8 to 10 -11 M
36
.
In this study, we have shown that we can successfully insert a nanobody that targets HEWL into a class A β-lactamase named BlaP, and that the generated hybrid protein retains both biological activities: i) tight binding of HEWL and ii) the capacity to hydrolyse β-lactam antibiotics. This study constitutes a proof of concept for insertion of various nanobodies or antibody fragments into BlaP and the implementation of this hybrid protein technology in potentiometric sensor assays. This technology could potentially be used to detect various protein epitopes and implemented in numerous diagnostic tools. Indeed, the development and effective use of such assays have become crucial in our society and are essentially driven by social and economic needs for low-cost and easy to operate technologies in various fields such as food and health systems, especially in developing countries. Furthermore, nanotechnologies play an increasing role in the development of such sensors. Nowadays, signal processing technologies are available on portable devices such as smartphones and tablets and different smartphone applications already exist for signal processing 37 . For example, recently, a potentiometric sensor device has been integrated into a smartphone to allow glucose concentration monitoring 38 . The health experts are confident that these kind of innovative devices will become more important health solutions in the coming years 39, 40 .
In conclusion, this work represents an example that shows the potential and advantages of our protein insertion technology. We hope that this work will contribute to develop innovative and useful technologies for research and medical purposes.
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